[A dose-rate meter of visible laser radiation].
To measure the laser radiation power in the experimental and clinical medicine the authors developed a compact, easily inserted in any laser medical installation power measurer. The measurer consists of the photodetector--silicon photoresistor, temperature-compensating photoresistor, operational amplifier and feeding block. The merit of the measurer is its constructive simplicity, reliability in work.